Objective: To analyse the 6 degrees of freedom of the knee and gait data of patients with medial knee osteoarthritis before and after fixed-bearing (FB) and mobile-bearing (MB) total knee arthroplasty (TKA) and examine the influence of TKA on gait characteristics and the difference between FB and MB prosthesis. We also sought to explore the prosthesis options available for TKA in these patients. Methods: Thirty patients who underwent TKA at the Department of Orthopedics at our hospital from June to October 2017 were included. All patients had a lower limb mechanical axis (hip-knee-ankle angle) of less than 180 which were regarded as genu varum knees and had medial knee osteoarthritis. Patients were randomised divided into the FB group and the MB group according to the knee prosthesis implanted. An infrared navigation three-dimensional portable knee motion analysis system (Opti-Knee®, Shanghai Innomotion, Inc.) was used to acquire data on the 6 degrees of freedom of both knees when walking on flat ground before and after surgery (angle of tibia relative to femur parameters: flexion-extension, internal rotation-external rotation, abduction-adduction; displacement parameters: anterior-posterior, proximal-distal, medial-lateral). Postoperative follow-up efficacy was assessed using the Oxford Knee Score system. Results: There were significant differences in the maximum values of the internal/external rotation and flexion/ extension angle between patients post-TKA and the healthy population, p values were 0.007 and <0.001,respectively. The postoperative maximum values of genu varum and internal rotation in both FB [(À9.49 AE 5.99 ), (À5.77 AE 3.42 ), respectively] and MB [(À9.64 AE 4.83 ), (À7.54 AE 4.51 ), respectively] groups were lower than the preoperative ones [FB (À15.13 AE 6.78 ), (À8.28 AE 4.83 ); MB (À13.28 AE 3.98 ), (À9.46 AE 4.99 ), respectively] (p 0.001), while the postoperative maximum values of flexion angle and anterior displacement in both FB [(46.11 AE 4.14 ), (0.71 AE 0.35 cm), respectively] and MB [(49.33 AE 3.98 ), (0.75 AE 0.89 cm), respectively] groups were larger than the preoperative ones [FB (43.15 AE 3.77 ), (0.26 AE 0.74 cm); MB (44.62 AE 5.92 ), (0.33 AE 0.79 ), respectively] (p 0.001). The postoperative range of flexion/extension angle in both FB (40.13 AE 4.14 ) and MB (45.82 AE 3.76 ) groups was significantly larger than the preoperative one [FB (36.17 AE 6.07 ), MB (37.09 AE 3.93 ), respectively] (p 0.001). There were also significant increases in range of anterior-posterior displacement in the FB group (0.85 AE 0.32 cm) postoperatively compared with the preoperative one (0.71 AE 0.92 cm) (p ¼ 0.016) and significant increases in range of medial-lateral displacement (0.64 AE 0.73 cm) in the MB group postoperatively compared with the preoperative one (0.52 AE 0.91 cm) (p ¼ 0.025). The mean flexion/ extension angle of the MB group was significantly greater than the FB group after surgery in both the stance phase and the swing phase (p < 0.001). There were significant differences in postoperative knee axial rotation during the gait cycle between the MB and FB groups (p ¼ 0.028) and that postoperative internal rotation of the tibia relative to the femur increased in the MB group. The Oxford Knee Score at the last follow-up visit about 7.5 * Corresponding author.
Introduction
Knee osteoarthritis is a common cause of adult knee disability, of which medial knee osteoarthritis accounts for 60%-80% [1] . Total knee arthroplasty (TKA) is widely used in clinical practice for treating severe advanced knee osteoarthritis, and effective medial knee osteoarthritis TKA surgeries can enable most patients to achieve satisfactory mobility. The long-term efficacy of TKA is determined by recovery of normal kinematic function of the knees [2, 3] . Prosthesis selection for optimising joint geometry can result in better long-term recovery of joint kinematic function [4] . The latest national study by Liu Q demonstrated that the number of elderly osteoarthritis patients and patients living with knee dysfunction are increasing in China, along with various associated burdens [5] . A study by Osmani et al. reported that the majority of the cost of TKA is that of the prosthesis, which has demonstrated an accelerated increase [6] . However, a consensus for prosthesis selection, both in China and abroad, remains to be established. Mobile-bearing (MB) TKA prostheses have been widely used today because of its moderate price and advanced design. The first TKA surgery to use a MB prosthesis was carried out in 1980 [7] . Comparison of the designs of the mobile-bearing prosthesis and fixed-bearing prosthesis revealed that the former's insert enable the longitudinal rotation of the tibia (MB) or allow for anterior-posterior displacement between the insert and tibia. Owing to the rotation and displacement effects between the mobile insert and tibial prosthesis, the tibial prosthesis can fit the femoral prosthesis better, without sacrificing the natural rotation and displacement between the tibia and femur [8] . In theory, this has advantages such as reducing insert friction, lower risk of loosening, lower revision rate, and better clinical efficacy.
In the last 5 years, several studies have compared the efficacy between MB and fixed-bearing (FB) or TKA surgery. Although MB knee prostheses have been regarded as successful with low contact stress, they did not demonstrate better maximum knee flexion, range of motion, posterior condylar translation, tibial axial rotation, knee function score, and durability compared with FB [9] [10] [11] [12] . While some in vivo kinematic studies reported that MB had significant advantages in the axial surface rotation between the tibia and femur over FB [8, 13, 14] , other studies did not observe such advantages [15] [16] [17] . In recent years, few studies have reported on the use of gait analysis to assess the differences in walking between MB and FB [4, 18, 19] . Although some differences were observed in gait data variables, there were no significant differences in postoperative higher functions, polyethylene wear, and prosthesis survival rates. Chinese researchers have used the VICON three-dimensional gait analyser to compare early gait post-TKA between the high flexion FB and MB and did not find any differences. However, they only measured the step length, step speed, and step frequency in gait and did not assess the 6 degrees of freedom of the knee [20] . Other Chinese studies have compared the prognoses between FB and MB through post-TKA joint function scores and X-ray and also did not find any differences [21, 22] . In summary, to date, there have been no reports on the use of 6 degrees of freedom of the knee joint data to compare different prosthesis options for specific patients with medial knee osteoarthritis.
The aim of the present study was two-fold: (1) to employ a novel portable three-dimensional knee movement analysis system (Opti-Knee®, Shanghai Innomotion Inc.) to acquire the preoperative and postoperative 6 degrees of freedom of the knee joint data from medial knee osteoarthritis patients who underwent FB or MB TKA surgery and (2) to examine whether TKA can restore the gait characteristics to normal and compare the differences in postoperative gait between the FB and MB groups. We hypothesised that (1) TKA can make the gait characteristics of patients closer to normal and (2) MB have better joint flexion function and axial rotation than the FB in total knee arthroplasty. The results may provide some references for the selection of the type of prosthesis for patients with medial knee osteoarthritis.
Materials and methods

Subjects
Thirty patients who underwent TKA from June to October 2017 at the Department of Orthopedics at our hospital were selected. Grading and classification of these patients were carried out according to the preoperative full-length X-ray image of the lower limbs at standing position. All patients had a medial knee osteoarthritis grade of Kellgren-Lawrence Grade III or above with medial articular surface "bone to bone" and severe patellofemoral joint degeneration, which fulfilled the indications for TKA. All patients had a lower limb mechanical axis (hip-knee-ankle angle) less than 180 which were regarded as genu varum knees and had medial knee osteoarthritis. Patients who participated in the gait analysis experiment did so voluntarily and fully understood the clinical trial protocol. Informed consent was obtained in all patients. The patients and investigators were both blinded for the types of implanted prosthesis. Patients were completely randomised grouping into FB (n ¼ 15) and MB (n ¼ 15) implants. Data of the healthy control group were provided by Shanghai Innomotion, Inc. The study protocol was approved by the ethics committee of the hospital. The ethical approval statement number was 2016-96-C23.
Exclusion criteria were as follows: (1) tuberculous arthritis, rheumatoid arthritis, traumatic arthritis, and other nonosteoarthritis patients;
(2) severe osteoporosis in the joint or bone defects requiring special prosthesis; and (3) genu varum exceeding 30 or patients with concurrent severe flexion contracture deformities.
Surgical method and prosthesis implantation
All TKA surgeries were carried out by highly experienced surgeons from the same department. A pneumatic tourniquet (inflation pressure twice that of the patient's baseline blood pressure) was attached to the proximal end of the ipsilateral thigh. A 12-cm median longitudinal skin incision was made in front of the knee, and the skin and subcutaneous tissues were cut. The supporting ligament and joint capsule were cut along the medial edge of the patella, followed by patellar eversion and exposure of the joint cavity. The fat pads were removed. Soft tissue release was not carried out. Cruciate ligaments were excised for joint dislocation. The meniscus and some congestive synovial tissues were excised. Osteotomy of the distal end of the femur and the proximal end of the tibia were carried out based on preoperative measurements and prosthesis option. Measurement osteotomy was used for rotary osteotomy of the femur. After completion of osteotomy, a dummy prosthesis was inserted to assess whether the size of the prosthesis is suitable, the lower limb mechanical axis is restored to normal, and the tension between the flexion and extension gaps was adjusted. Following that, the dummy prosthesis was removed, and the joint cavity was completely flushed. A cocktail analgesic injection (195 mg ropivacaine þ 0.5 mL adrenaline þ 10 mg morphine þ physiological saline topped up to 60 mL) was injected at the posterior joint capsule, periosteum, and surrounding soft tissues. The prostheses (SIGMA prosthesis from Depuy, Inc.) were then implanted. Fifteen patients received the PFC FB prosthesis, while 15 patients received the RP MB prosthesis. All prostheses were fixed using bone cement. Excess bone cement was removed before the joint cavity was flushed again. Joint mobility was 0 -120 . All patients underwent patellar replacement, sealing of the incision, compression bandaging, and loose tourniquets. No drainage tube was retained. Patients initiated routine walking 1 day after surgery. All patients had an active maximum knee flexion angle of 90 in 3 days after surgery. At the time of gait data collection about 7.5 months after surgery, patients have recovered and could walk like 'Forgotten knee'.
Gait analysis device, knee imaging, and functional assessment
An in vivo infrared navigation three-dimensional knee joint movement analysis system (Opti-Knee®, Shanghai Innomotion, Inc.) was used to acquire data on the 6 degrees of freedom of both knees 2 days before surgery and about 7.5 months after surgery (angle of tibia relative to femur parameters: flexion-extension, internal rotation-external rotation, abduction-adduction; displacement parameters: anterior-posterior, proximal-distal, and medial-lateral) ( Fig. 1A) . The Opti-Knee® threedimensional knee joint movement analysis system integrates infrared navigation technology and movement capture technology to track and record movement trajectories, and synchronously photograph moving images. This system exhibits dynamic, real-time, three-dimensional, and objective quantitation characteristics and accounts for an area of only 1.1 m Â 0.6 m Â 0.4 m.
Measurement method: Before walking, bony markers were located on every subject. A set of eight reflective markers were used according to a standardised protocol provided by the developer. Two sets of markers on two rigid bandages which were fixed 8 cm above the lateral epicondyle of femur and 3 cm below the fibular head were attached on the test limb according to premade grids, with each set consisting of four infrared sensors in corresponding markers (OK_Marquer®,Shanghai Innomotion, Inc.). After fixing the markers, calibration was performed by marking specified body landmarks with the use of a pointer fixed with four reflective markers. Body landmarks included the trochanter major, condylus lateralis, condylus medialis, medial tibial plateau, lateral tibial plateau, medial malleolus, and lateral malleolus ( Fig. 1B) .Three points on the ground were also captured. The three-dimensional trajectory of the infrared sensor was tracked at a frequency of 60 Hz using an integrated dual stereo infrared camera with an accuracy of 0.3 mm root mean square and 0.2 [23] . The subjects walked on a treadmill without aid for 3 min before official data collection. When the subjects were able to walk freely and normally, an integrated synchronous high-speed camera was used to collect walking videos and gait data at a frequency of 60 frames per second for 15 s. Collection was carried out twice. Knee kinematics, including rotations and translations, were calculated for each frame using the geometric relationships between the reflective markers under the femur and tibia coordinate systems that were established during calibration. A default software automatically outputs the gait data of the knee joints at every side of each subject. The maximum and minimum values of each degree of freedom data were collected; the difference between the two values constitutes the range of motion.
Weight-bearing full-length X-ray images of the ipsilateral limb were taken in all subjects who underwent TKA during the outpatient visit about 7.5 months after surgery. The X-ray images were used to assess the lower limb mechanical axis recovery status and presence/absence of prosthesis loosening or infection, as well as polyethylene insert displacement, among others.
Knee function was assessed using the Oxford Knee Score (OKS) about 7.5 months after surgery. This system is composed of 12 constituent items, including five pain markers and seven functional markers. The pain markers include self-description of pain and joint pain under specific situations. The functional markers include joint function when walking up and down a flight of stairs, washing and drying, getting in and out of cars, walking, and squatting/standing up. Each item is scored 1-5 points, where 1 ¼ best and 5 ¼ worst outcomes. The scores of the 12 items were summed up to obtain a total score of 12-60 points. This evaluation system has been shown to demonstrate good results in evaluating post-TKA joint function [24] .
Statistical analysis
The Microsoft Office Excel 2010 software was used for statistical processing. One-way analysis of variance was used to compare age, body mass index (BMI), postoperative maximum values of the 6 degrees of freedom, and range of motion of the knee joint across FB, MB, and health control groups. The paired samples t-test was conducted to compare the maximum value of the 6 degrees of freedom of the knee joint presurgery/ postsurgery in the FB and MB group, respectively. The difference in postoperative OKS score, flexion/extension angles, and internal/external rotation between FB and MB groups were compared using Student t-test. A difference of p < 0.05 was considered to be statistically significant. Table 1 showed the mean age, sex, BMI, preoperative hip-knee-ankle angle, and postoperative follow-up duration in two groups. Patients in the FB group were older than the MB group, while the mean BMI of the FB group was lower than the MB group, p values were 0.014 and 0.002, respectively. There was no statistically significant difference in sex (p ¼ 0.393), preoperative lower limb mechanical axis (hip-knee-ankle angle) (p ¼ 0.107), and postoperative follow-up duration (p ¼ 0.582) between the two groups. X-rays taken at the last postoperative follow-up visit about 7.5 months after surgery in both groups demonstrated that the lower limb mechanical axis recovery and position of the prostheses were satisfactory. The mean HKA angle post-TKA was 179.5 in FB group and 179.3 in MB group (p ¼ 0.581). No prosthesis loosening, infection, or polyethylene insert displacement occurred.
Results
General information
Gait characteristics and joint function
The mean values of the maximum value and range of motion (maximum value À minimum value) for the 6 degrees of freedom of the knee joint during the gait cycle were used for comparison ( Table 2 ). There were significant differences in the maximum values of the internal/external rotation and flexion/extension angle between patients post-TKA and the healthy population, p values were 0.007 and <0.001, respectively. The maximum values of the internal rotation in MB group (À7.54 AE 4.51 ) were larger than those in the healthy population (À5.93 AE3.56 ),while these values in FB group (À5.77 AE 3.42 ) were lower than those in the healthy population (À5.93 AE 3.56 ).The maximum flexion angles of FB (46.11 AE 4.14 ) and MB (À49.33 AE 3.98 ) groups were lower than the healthy control group (55.91 AE 3.36 ). The range of flexion/extension angles and various displacements in both FB and MB groups post-TKA was significantly lower than those in the healthy population (p 0.001).
The postoperative maximum values of genu varum and internal rotation in both FB [(À9.49 AE 5.99 ), (À5.77 AE 3.42 ), respectively] and MB [(À9.64 AE 4.83 ), (À7.54 AE 4.51 ), respectively] groups were lower than the preoperative ones [FB (À15.13 AE 6.78 ), (À8.28 AE 4.83 ); MB (À13. 28 Table 4 ).
The mean flexion/extension angle of the MB group was significantly greater than the FB group after surgery in both the stance phase and the swing phase (p < 0.001). There were significant differences in postoperative knee axial rotation during the gait cycle between the MB and FB groups (p ¼ 0.028) and that postoperative internal rotation of the tibia relative to the femur increased in the MB group (Figs. 2 and 3 ).
TKA outcomes
The OKS scores at the last follow-up visit about 7.5 months after surgery was 15.6 AE 1.3 and 15.1 AE 1.1 points for FB and MB groups, respectively. This difference was not significant (p ¼ 0.428).
Discussion
The most important finding in this study was that MB have better joint flexion function and axial rotation than the FB in total knee arthroplasty for specific medial knee osteoarthritis patients. This provided some references for prosthesis selection of a large number of genu varum patients in clinical practice. Mockel et al. found that the MB prosthesis group had greater knee flexion angle at the gait stance phase compared with the FB prosthesis group during walking while bearing weights [25] . Meanwhile, Kramers-de Quervain et al. reported that the MB prosthesis group had a greater maximum knee flexion angle at the gait cycle compared with the FB group [26] .Recent systematic reviews and meta-analyses demonstrated that there were no significant intergroup difference in range of motion, <0.05 indicates statistical significance differences in postoperative kinematics, gait analysis, joint function scores, and pain scores between the rotating MB and FB prosthesis [9, 27] .But, the current study found that the mean flexion/extension angle of the MB group was significantly greater than the FB group after surgery in both the stance phase and the swing phase (P < 0.001), and this results were in line with the results of the two aforementioned studies. Okamoto et al. found that the MB group demonstrated a greater range of axial rotation during step-up activity compared with the FB group and attributed this phenomenon to the mobility of the implanted inserts [28] . Zurcher et al. reported that when patients carry out more demanding tasks after TKA, the MB can provide better axial rotation function for the knee joint during gait and can better adapt to the functional requirements of demanding tasks [19] . The current study demonstrated that there were significant differences in postoperative knee axial rotation between the MB and FB groups (p ¼ 0.028) and that postoperative internal rotation of the tibia relative to the femur increased in the MB group. In theory, the MB group should have better flexion/extension angle and axial rotation mobility compared with the FB group. On the other hand, tibial varus deformity is the main cause of genu varum knee. It is not easy to determine the rotation of tibial prosthesis in TKA for medial knee osteoarthritis patients. The MB can compensate for the poor rotation of the tibial prosthesis by the mobility of insert and tibial prosthesis to reduce the dismatching of the prosthesis and the postcam wear. However, the postoperative OKS scores of the two groups in the present study did not demonstrate any significant differences. In summary, although MB had shown a few advantages over FB in some gait characteristics and joint functions after surgery, there was no sufficient evidences to show that the MB prosthesis is superior for medial knee osteoarthritis patients. TKA is currently the most effective treatment for end-stage knee osteoarthritis, and its efficacy is generally acknowledged. According to the latest survey on end-stage osteoarthritis in China, the proportion of patients with medial knee osteoarthritis accounted for 91.7% of patients [29] . Therefore, the vast majority of patients who underwent TKA in clinical practice are patients with severe degeneration of the medial knee compartment, with lower limb mechanical axis of less than 180 . It is thus especially important for surgeons to select prostheses with high 'cost-effective' for large numbers of patients with genu varum. Compared with ordinary prostheses, 'high-demand' prosthesis designs include greater flexion, better kinematic design, the use of zirconia materials, highly cross-linked polyethylene, and MB platforms [6] . The rotating mobile platform which is regarded as the 'high-demand' prosthesis is designed to simulate the kinematic characteristics of the knee, reduce polyethylene wear, and increase knee mobility without affecting joint stability and increasing the activity between the insert and tibial prosthesis. However, it is slightly costlier than the fixed platform insert which is considered as an ordinary design, and its postoperative efficacy, long-term survival, and other theoretical advantages remain controversial. The present study also did not show that MB was obviously better than FB in gait characteristics and joint function. The high 'cost-effective' prosthesis is still in the exploration.
Assessment of post-TKA efficacy includes X-ray evaluation, various joint function and pain scores, and joint kinematic analysis, among others. Powell et al. supported that the MB had better OKS, SF-12 PCS, and KOOS (Sport/Rec) scores than the FB at 10-year follow-up. But no difference was found in X-ray evaluation. They used a cruciate-retaining prosthesis, which was different from ours [30] .Kim et al. compared the posterior cruciate-substituting high-flexion NexGen LPS-Flex MB and NexGen LPS-Flex FB in the same younger patients by long-term clinical, radiographic, and computed tomography scanning. They found no significant difference between these two groups with regard to functional outcome, knee motion, prevalence of osteolysis, or survivorship at 13 year follow-up [31] .In the current study, postoperative follow-up X-rays demonstrated the proximity of the lower limb mechanical axis to the physiological mechanical axis, good prosthesis positioning, as well as absence of polyethylene insert displacement and prosthesis loosening or infection. In addition, there were no significant differences in the postoperative OKS scores between the two patient groups. The two aforementioned evaluation methods might be unable to assess the postoperative differences between the MB and FB prostheses. However, joint kinematics analysis may detect the differences between two groups. So, it may be a more reliable evaluation indicator. In the present study, we used the Opti-Knee® three-dimensional knee joint movement analysis system to employ gait analysis as an evaluation method for joint kinematics. Currently, this technology is used in research on articular structural damage, joint mobility analysis, and comparative studies on postoperative efficacy, among others [32, 33] .
In this study, patients in the FB group were older and demonstrated lower BMI than patients in the MB group. In addition, the BMI/age ratio of the FB group was significantly lower than the MB group (p < 0.05). Osmani et al. reported that the BMI/age ratio can be used as a reference standard for selecting prosthesis and proposed that there is no need to use 'higher demand' prostheses for patients with a low BMI/age ratio [6] .Young people need higher-demand activities, and heavier patients may need to use 'high-demand' prosthesis to reduce the components' wear during walking. MB might be recommended for the high BMI/age ratio patients. Amaro et al.'s study concluded that MB TKA allowed a higher degree of axial tibiofemoral rotation when walking, stepping up stair steps, and standing up from a chair and had higher functional outcomes compared with FB TKA at 1-year follow-up by knee kinematics analysis. But, they did not compare with the healthy group [34] . Zürcher et al. supported that MB had significant more axial femorotibial rotation versus FB TKA during gait, sit to walk straight, and sit to walk turning [19] . But the present study only tested the gait characteristics when walking on flat ground. MB may be more suitable for these high-demand activities at all events.
Various parameters of knee gait characteristics postoperatively in the present study were closer to the healthy control group compared with the preoperative ones. With regards to angles of motion, the maximum value and range of mobility of the flexion/extension angle in the FB and MB groups increased after surgery compared with before surgery, while the maximum genu varum and internal rotation of the two groups decreased after surgery. TKA plays a positive role in improving the gait characteristics and joint function of patients. But, these parameters of both the FB and MB groups postoperatively were still lower than the healthy control group, except for the maximum internal rotation of the MB group increased significantly compared with the healthy control group (p ¼ 0.007). Meanwhile, the range of motion of internal/external rotation in the MB group increased postsurgery but lower than the healthy one. Bytyqi et al. studied joint kinematic characteristics during gait in medial knee osteoarthritis patients who underwent TKA and received posterior-stabilising prostheses. They concluded that the range of flexion/extension was improved significantly after TKA, but it still remained lower than control group. The range of motion in internal-external rotation did not change prearthroplasty and postarthroplasty but remained lower than the matched control group [35] .Their results were partly the same as ours. Urwin et al. compared three-dimensional spatiotemporal, kinematic, and kinetic parameters during walking to examine whether MBs offer functional advantages over FB designs. They did not find any differences between two groups in the spatiotemporal parameters, with both groups indicative of similar differences when compared with normal knee biomechanics at 9 months postsurgery [18] .The new findings in the present study which were different from the above literatures were that the maximum internal rotation of the MB group after TKA was even larger than the healthy group. The MB might be a better choice for the poor rotation of the tibial prosthesis placement in TKA. This design could compensate for the rotational mismatch of femur and tibia during walking. With regards to displacement, the anterior displacement of the tibia in two groups increased after surgery. The range of anterior-posterior displacement in the FB group also increased significantly after surgery (p ¼ 0.016), as did the range of medial-lateral displacement in the MB group, significantly (p ¼ 0.025). Bytyqi et al. concluded in their study that posterior displacement of the tibia after posterior-stabilising TKA was greater than the healthy control population [35] .In the present study, we found that the postoperative anterior displacement of the tibia in both groups significantly increased postoperatively, which contradicted the results of Bytyqi et al. Uvehammer et al. found that the anterior displacement of the femur during low flexion gait increased after surgery compared with the normal population, regardless of the type of prostheses. However, they were unable to demonstrate the differences among concave prostheses, posterior cruciate ligament-retaining prosthesis, and alternative prostheses [36] . Another study found that the rotating MB prosthesis can improve the anteroposterior stability of the joint in the mid-flexion range [2] .The current study found that the range of anterior-posterior displacement in both groups increased postoperatively, although this range in MB group was not statistically significant. It was still lower than that of the healthy control group. In general, anterior-posterior displacements should be stabilised in posterior-stabilising TKA because of cruciate ligament-substituting. Based on the above literatures, the anterior-posterior displacements both increased after surgery, which was consistent with ours. In addition, these results did not exceed the normal range, the anterior-posterior stability after TKA was still excellent. Unfortunately, MB did not have an advantage over FB in terms of anterior-posterior displacement in the present study. Therefore, the knee joint displacement cannot be used as a reliable reference marker for prosthesis selection.
In summary, although there was insufficient evidence to suggest that the MB prosthesis is a better option for patients with medial knee osteoarthritis, the MB prosthesis might be a desirable choice for patients who are young, obese, have high-performance activity requirements, or have the malrotation of the tibial prosthesis placement.
This study has several limitations. First, the three-dimensional knee joint gait movement analysis system employed in this study uses 7 body surface markers to label the knee movement trajectory. Compared with conventional VICON gait analysis, the accuracy of this system in assessing axial rotation is poorer. During examination, we only collected gait data when walking on flat ground and did not collect gait data for upslope walking, downslope walking, standing up, and other higher functional activities. In addition, the follow-up duration is relatively short, and gait data were collected only once in about 7.5 months after surgery. Therefore, measurement errors and selection bias may be present.
Conclusion
In summary, the current study demonstrated that TKA can make the parameters of knee gait characteristics closer to the normal population. Medial knee osteoarthritis patients who received a MB prosthesis in total knee arthroplasty had better joint flexion function and axial rotation than the FB one. However, there is insufficient evidence to suggest that the MB prosthesis is a better option for patients with medial knee osteoarthritis. The MB prosthesis might be a desirable choice for patients who are young, obese, have high-performance activity requirements, or have the malrotation of the tibial prosthesis placement.
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